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Abstract. In situ Fourier transform infrared (FTIR) extinc-
tion spectra of supercooled H2SO4/H2O and HNO3/H2O so-
lution droplets were recorded in the large coolable aerosol
chamber AIDA (Aerosol Interactions and Dynamics in the
Atmosphere) of Forschungszentrum Karlsruhe for a range of
aerosol compositions and at temperatures extending down to
192 K. The measured spectra were quantitatively analysed in
terms of aerosol composition and mass concentration by us-
ing Mie theory in combination with published refractive in-
dex data as input parameters. Simultaneously, total sulphuric
acid and nitric acid mass concentrations from filter analysis
and total water concentrations measured with the Lyman-α
hygrometer of Forschungszentrum Ju¨lich were used to calcu-
late the aerosol composition at thermodynamic equilibrium
inside the aerosol chamber. By comparing these measured
aerosol parameters with those retrieved from the analysis of
the FTIR spectra, the accuracy of the literature data sets of
refractive indices could be assessed. In summary, four data
sets were tested in the H2SO4/H2O system as well as two
data sets in the HNO3/H2O system, partly revealing signifi-
cant discrepancies in the retrieved aerosol properties. Poten-
tial explanations for these differences are discussed in this
paper.
1 Introduction
Mid infrared remote sensing instruments are becoming a
valuable tool to derive chemical composition, phase, vol-
ume, and size distribution parameters of stratospheric sul-
phuric acid aerosols and polar stratospheric clouds (PSCs).
Mid infrared spectra can be obtained from ground-based, bal-
loon, aircraft, and satellite experiments. Examples for these
types of instruments include the Improved Stratospheric and
Mesospheric Sounder (ISAMS) (Grainger et al., 1993), the
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Atmospheric Trace Molecule Spectroscopy (ATMOS) exper-
iment (Eldering et al., 2001), the Improved Limb Atmo-
spheric Spectrometer (ILAS) (Sasano et al., 1999), and the
Michelson Interferometer for Passive Atmospheric Sounding
– Balloon borne (MIPAS-B), aircraft-borne (MIPAS-STR),
and satellite-borne (MIPAS-ENVISAT) versions (Echle et
al., 1998; Ho¨pfner et al., 2002; Ho¨pfner, 2003).
The accurate retrieval of aerosol parameters depends on
reliable optical constants, i.e. the real and imaginary parts
of the complex refractive index. Recently, the data base
of optical constants for binary sulphuric acid and nitric
acid aerosols as well as ternary H2SO4/H2O/HNO3 solu-
tion droplets (PSC – type Ib) has been significantly im-
proved owing to several extensive laboratory measurements
which cover a wide range of aerosol compositions and tem-
peratures. An extraordinary result of these studies was the
strong temperature dependence of the optical constants due
to temperature-dependent ion equilibria in the sulphuric and
nitric acid systems. Tisdale et al. (1998) published the first
data set of infrared optical constants of low-temperature sul-
phuric acid solutions between 45 and 80 wt% H2SO4 at a
temperature around 215 K, noting that the change in optical
constants with temperature would considerably influence the
retrievals of aerosol mass concentrations and compositions
from satellite measurements. While in this study the complex
refractive indices were determined from FTIR transmission
measurements through sulphuric acid films, Niedziela et al.
(1999) and Norman et al. (1999) retrieved optical constants
for the supercooled liquid H2SO4/H2O (32–87 wt% H2SO4,
200–300 K) and HNO3/H2O (35–70 wt% HNO3, 220 K) sys-
tems directly from FTIR extinction spectra of laboratory-
generated aerosols in a flow cell. Water vapour in equilib-
rium with the aerosol was measured with a tuneable diode
laser (TDL) system to calculate the aerosol composition us-
ing the thermodynamic model of Carslaw et al. (1995). Most
recently, the authors succeeded in deriving the first infrared
optical constants for supercooled ternary H2SO4/H2O/HNO3
© European Geosciences Union 2003
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Fig. 1. Comparison of different data sets of optical constants for supercooled liquid H2SO4/H2O and HNO3/H2O available in the literature.
Upper panels: 45 wt% H2SO4, 215 K; lower panels: 45 wt% HNO3, 220 K.
solution droplets, however limited to a narrow range of com-
positions (Norman et al., 2002). Biermann et al. (2000) ap-
plied FTIR spectroscopy of thin films of aqueous sulphuric
and nitric acid to derive optical constants in the composition
and temperature range of 10–80 wt% H2SO4 (183–293 K)
and 10–54 wt% HNO3 (213–293 K). Furthermore, the au-
thors have proposed a mixing rule to calculate the complex
refractive indices for the ternary solutions from the data sets
of the two binary systems. Finally, Myhre et al. (2003) have
derived complex refractive indices of 38–81 wt% aqueous
H2SO4 solutions in the temperature range 298–203 K from
the analysis of specular reflectance IR spectra.
Nevertheless, there remain significant differences between
the individual laboratory data sets of optical constants, the
reason for which, as Biermann et al. (2000) noted, is still
unclear. A comparison of the different data sets is pre-
sented in Fig. 1, that shows an example of the H2SO4/H2O
as well as the HNO3/H2O systems. Note that especially in
the wavenumber region of 1500–1000 cm−1, which covers
a major part of the sulphate and nitrate absorption region,
the deviations between the refractive indices are up to 30%.
Clearly, the results of the retrieval algorithms in remote sens-
ing applications will strongly depend on which of the indi-
vidual data sets of complex refractive indices is used. So far,
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Fig. 2. Left: Schematic cross section of the AIDA facility. Part of the instrumentation, e.g. the in-situ laser scattering/depolarisation unit and
the optical particle spectrometer were not used in this study. Right: Cross sectional view of AIDA level 2 showing the set-up for the in situ
FTIR extinction measurements. A White cell arrangement is availabe for in-situ measurements of extinction spectra in the UV/VIS region.
no laboratory study has addressed the question which of the
data sets is the most reliable and should be used as input for
the retrieval algorithms.
In the present study, a comprehensive test of the different
data sets of optical constants is presented to assess the ac-
curacy by which experimental low-temperature FTIR spec-
tra of supercooled liquid sulphuric and nitric acid droplets
can be quantitatively analysed in terms of aerosol composi-
tion and mass concentration based on the published complex
refractive indices. The experiments were conducted at the
AIDA aerosol chamber facility of Forschungszentrum Karl-
sruhe which can be cooled to simulate the conditions prevail-
ing in the upper troposphere and lower stratosphere. FTIR
spectra of supercooled H2SO4/H2O and HNO3/H2O droplets
were recorded for different aerosol compositions and were
analysed by applying a fitting algorithm based on Mie the-
ory. The published data sets of low-temperature optical con-
stants were used in this fit algorithm to retrieve aerosol com-
position, volume, and mass concentration of the aerosol par-
ticles. The results of the retrieval procedure are then com-
pared to simultaneously measured aerosol parameters using
complementary methods (filter analysis, humidity measure-
ments, and thermodynamic equilibrium model).
2 Experimental
Figure 2 (left side) shows a schematic cross section of the
AIDA aerosol chamber facility together with the major sci-
entific instrumentation used in this study. The cylindrical
aluminium vessel, volume 84.3 m3, is mounted inside a huge
isolating housing whose temperature can be controlled in the
range +60 to −90◦ C. The temperature inhomogeneity in the
aerosol chamber is less than ±0.3 K. Details concerning the
cooling system and the temperature measurements are de-
scribed by Mo¨hler et al. (2003). The following section will
be divided into two subsections. Firstly, the AIDA instru-
mentation for the aerosol generation and characterisation is
summarised, focussing on the determination of the aerosol
mass concentration and composition. Secondly, the experi-
mental set-up for the in situ FTIR measurements as well as
the retrieval procedure to derive aerosol parameters from the
infrared extinction spectra will be discussed in detail.
2.1 Aerosol generation and characterisation
Submicron sulphuric acid aerosol particles were generated
outside the AIDA chamber by dispersing a 20 wt% sulphuric
acid solution in a nozzle at a backing pressure of about 2 bar.
After passing a conditioning tube partly filled with 96 wt%
H2SO4, the aerosol particles were added to the cooled AIDA
aerosol vessel (for details see Mo¨hler et al., 2003, Fig. 3).
The size distributions, measured with a differential mobil-
ity analyser (DMA) connected to a condensation particle
counter (CNC3010, TSI), closely fitted log-normal distribu-
tions with count median diameters between 0.2 and 0.3µm.
The number concentration of the aerosol was typically in the
range from 10 000 to 15 000 particles per cm3.
To form supercooled nitric acid solution droplets, two syn-
thetic air flows of 1 l/min were passed over thermostated
www.atmos-chem-phys.org/acp/3/1147/ Atmos. Chem. Phys., 3, 1147–1164, 2003
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reservoirs of nitric acid and water. The temperatures of both
reservoirs were adjusted to achieve molar ratios H2O:HNO3
of about 3 in the combined carrier gas, which was directly
injected into the cold aerosol vessel through a Teflon tube
heated to about 293 K. Nitric acid droplets then formed by
nucleation and condensation of the supersaturated HNO3 and
water vapours.
The final composition of the sulphuric and nitric acid
droplets inside the AIDA chamber is a function of the gas
temperature and the relative humidity. By pre-coating the
aluminium walls of the aerosol chamber with a thin ice film
to establish ice-saturated conditions (Mo¨hler et al., 2003), di-
lute droplets are obtained. Under these conditions the com-
position of supercooled sulphuric and nitric acid droplets at
200 K amounts to 37 wt% H2SO4 and 41 wt% HNO3, cal-
culated with the AIM thermodynamic model (Carslaw et al.,
1995; Clegg et al., 1998), available via the world wide web
under http://mae.ucdavis.edu/wexler/aim. To generate more
concentrated solution droplets which span a larger part of the
concentration range of the published data sets of optical con-
stants, several experiments were performed at lower relative
humidities. In summary, three experiments were conducted
in the H2SO4/H2O system, covering compositions of about
40, 55, and 80 wt% H2SO4, as well as two experiments in the
HNO3/H2O system with an aerosol composition of about 45
and 55 wt% HNO3. The temperature range of the measure-
ments extended from 235 K down to 192 K (Table 1).
Total aerosol sulphate and nitrate mass concentrations
were determined by ion chromatographic analysis of nylon
filter samples (type Nylasorb®, GelmanSciences). Unex-
posed filters were analysed in the same manner as loaded
filters for background correction. The filter holders were
located outside the cold housing. Sulphuric acid was col-
lected on a Nylon filter through a stainless steel tube of 1.5 m
length and 4 mm inner diameter. Less than 1% sulphuric acid
aerosol is lost in the cold sampling line for this configura-
tion. Sulphuric acid is partially lost by evaporation when
sampled on Teflon filters at room temperature under very dry
conditions. However, this breakthrough effect does not oc-
cur on Nylon membrane filters, as was shown by using Ny-
lon back-up filters. Since HNO3 adsorbs on stainless steel,
a Teflon tube maintained at 293 K was used to sample this
compound. Neuman et al. (1999) reported that significant
adsorption of nitric acid on Teflon occurs only above 60%
relative humidity at this temperature. Under our conditions
(relative humidity <1% at 293 K) nitric acid is quantitatively
passed to the Nylon filter. We could show by detecting HNO3
with a chemical ionisation mass spectrometer that significant
adsorptive losses occurred only when the Teflon tube tem-
perature drops below 240 K. The Nylon filters collect nitric
acid vapour from particles evaporating in the sampling tube,
residual particles, and interstitial HNO3 vapour in equilib-
rium with the particles from the aerosol vessel. However, due
to the low temperatures, interstitial HNO3 vapour represents
a very small fraction (∼1%) of the predominantly particle-
bound HNO3 content of the chamber. To correct for break-
through effects, HNO3 was collected on two Nylon filters in
series. Goldan et al. (1983) reported no measurable break-
through of HNO3 for filter loadings up to 2.2µg/cm2. How-
ever, in our experiments up to 10% nitric acid was recovered
on the back-up filters at loadings up to 3µg/cm2. Thus, the
total loss was of the order of 1% in our experiments. Includ-
ing the uncertainty of the ion chromatographic analysis we
estimate the relative uncertainty in the sulphuric and nitric
acid mass concentration to be 10% or better, as confirmed by
a good agreement between sulphate volume concentrations
derived from filter analyses and from size distribution mea-
surements in recent AIDA experiments (Fig. 4 in Mo¨hler et
al., 2003).
To calculate the composition of aerosol particles in the
chamber with the AIM model, the total water mixing ra-
tio must be known in addition to the sulphate or nitrate
mass concentrations. The total water mixing ratio was mea-
sured with the fast in-situ Lyman-α hygrometer (FISH) of
Forschungszentrum Ju¨lich (Zo¨ger et al., 1999), run however
as an ex-situ instrument during these experiments. The over-
all accuracy of the FISH instrument is reported to be about
6% with a detection limit of about 0.2 ppm. As a heated
stainless steel sampling tube (>20◦ C, inner diameter 10 mm)
was used, the water mixing ratio recorded by the FISH in-
strument corresponds to the sum of interstitial and evapo-
rated particle water. The aerosol water content and thus the
aerosol composition is obtained by partitioning total water
between the gas and the liquid phases according to the AIM
model. For the experiment with the most concentrated sul-
phuric acid droplets (about 80 wt% H2SO4), the relative hu-
midity was outside the validity range of the Clegg and Brim-
blecombe model. Therefore a recent parameterisation of the
H2SO4/H2O aerosol composition by Tabazadeh et al. (1997)
was employed. Their expression for the water vapour pres-
sure in equilibrium with aqueous H2SO4 is consistent with
the Clegg and Brimblecombe model in the temperature range
of 185 to 260 K but applicable up to a composition of 80 wt%
H2SO4.
2.2 FTIR measurements and retrieval of aerosol parameters
Extinction spectra of supercooled solution droplet aerosols
were measured in-situ with a White-type multiple reflec-
tion cell yielding a horizontal optical path of 254.3 m, 3.5 m
above the bottom of the 7 m high AIDA vessel, as shown
schematically in Fig. 2. Spectra were recorded with a Bruker
IFS 66v FTIR spectrometer in the wavenumber range from
ν˜ = 800 to 6000 cm−1 at a resolution of 4 cm−1, using bar-
ium fluoride as window material. 500 scans were co-added
to yield sample spectra I (ν˜). Background spectra I0(ν˜) were
recorded before each experiment with no aerosol particles
present. To prevent icing and to minimise the deposition of
acid droplets, the mirrors of the White system were heated to
well above the AIDA wall temperature.
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Table 1. Comparison of aerosol parameters retrieved from the analysis of the FTIR extinction spectra using different optical constants (lower
part) with those derived from filter sampling and humidity measurements (top part)
List of Experiments Case 1 Case 2 Case 3 Case 4 Case 5 
aerosol type H2SO4/H2O H2SO4/H2O H2SO4/H2O HNO3/H2O HNO3/H2O
AIDA temperature / K 234.8 232.8 195.4 195.0 191.6 
wt% H2SO4,HNO3 79.2 ± 0.5 56.0 ± 0.5 37.7 ± 3.0 46.2 ± 1.8 52.4 ± 2.0 
m(sulphate, nitrate) / 
µg/m3 710 ± 70 470 ± 50 320 ± 30 200 ± 20 380 ± 40 
FTIR fit results      
Niedziela et al., 1999/ 
Norman et al., 1999      
wt% H2SO4,HNO3 80 ± 2 55 ± 2 39 ± 2 47 ± 2 56 ± 2 
m(sulphate, nitrate) / 
µg/m3 800 ± 40 500 ± 25 375 ± 25 200 ± 10 480 ± 20 
Biermann et al., 2000      
wt% H2SO4,HNO3 80 ± 2 61 ± 2 37 ± 2 41 ± 2 - 
m(sulphate, nitrate) / 
µg/m3 800 ± 40 620 ± 30 330 ± 20 165 ± 10 - 
Tisdale et al., 1998      
wt% H2SO4 80 ± 2 55 ± 2 - - - 
m(sulphate) / µg/m3 770 ± 40 505 ± 25 - - - 
Myhre et al., 2003      
wt% H2SO4 81 (fixed)* 53 ± 2 38 (fixed)* - - 
m(sulphate) / µg/m3 875 ± 45 510 ± 25 335 ± 25 - - 
* no retrieval of aerosol composition 
 
 
The quantitative analysis of the FTIR spectra is based on
the Lambert Beer Eq. (1). The optical density of an aerosol
is proportional to the aerosol number density N , the size-
averaged extinction cross section 〈Cext〉, and the optical path
length L:
optical density (ν˜) = − log I (ν˜)
I0(ν˜)
= N(ν˜)〈Cext(ν˜)〉L
ln10
(1)
Spectra calculated from Mie theory were fitted to the mea-
sured FTIR extinction spectra of the spherical supercooled
solution droplets. All data sets of optical constants quoted
in the introduction were used as input values for these cal-
culations. The computation was based on the algorithm of
Bohren and Huffman (1983), extended to average the com-
puted extinction cross sections Cext over log-normally dis-
tributed particle sizes,
φ(Dp) = 1√
2piDP lnσg
exp
{
− (lnDP − ln CMD)
2
2(lnσg)2
}
, (2)
where φ(DP )dDp denotes the fraction of particles per unit
volume having diameters between DP and DP + dDP
(Hinds, 1999). Using Powell’s multidimensional optimisa-
tion method (Press et al., 1988, 1992), the aerosol num-
ber density N as well as the count median diameter CMD
and the mode width σg of the log-normal size distribution
were retrieved by minimising the summed squared residu-
als between experimental and calculated spectra. As dis-
cussed in numerous publications (Bertram and Sloan, 1998;
Disselkamp et al., 1996; Echle et al., 1998; Eldering et al.,
2001), the fit becomes insensitive to the parameters CMD and
σg when the particle radii are small compared to the wave-
length of the incident radiation, i.e. approach the Rayleigh
limit of Mie theory. In the limit of very small particles,
the absorption cross section is proportional to the volume
of the particles, independent of their sizes. Therefore, since
the radii of the supercooled H2SO4/H2O and HNO3/H2O
droplets studied in this work were in the sub-µm size range,
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Fig. 3. FTIR extinction spectra of supercooled sulphuric acid
droplets obtained in this work and best fit results based on Mie
calculations with different published data sets of optical constants.
Top: case 1 (79.2 wt% H2SO4), middle: case 2 (56.0 wt% H2SO4),
bottom: case 3 (37.6 wt% H2SO4). The retrieved aerosol composi-
tions and mass concentrations are summarised in Table 1.
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Fig. 4. Experimental FTIR extinction spectra of supercooled nitric
acid droplets and best fit results from Mie calculations using differ-
ent data sets of published optical constants. Top: case 4 (46.2 wt%
HNO3); bottom: case 5 (52.4 wt% HNO3). The retrieved aerosol
compositions and mass concentrations are summarised in Table 1.
well below the wavelength range of the FTIR spectra, we
can obtain different sets of N , σg , and CMD which lead to
almost the same summed squared minima. These sets of size
distribution parameters, however, correspond to the identi-
cal aerosol volume density V . Consequently, only volume
densities can be retrieved unambiguously from our measured
FTIR spectra. To derive the composition of the droplets, re-
peated Mie-fits were performed for each of the available in-
put data sets of optical constants, using N , σg and CMD as
fitting parameters. Based on the interpolation schemes pro-
vided in the papers cited above, sets of optical constants were
calculated in steps of 2 wt% H2SO4 or HNO3, respectively.
The best fit and thus the most likely aerosol composition min-
imised the summed squared residuals. From the fit parame-
ters N , σg and CMD, the total aerosol volume density V was
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calculated using the analytical expression
V (N, σg, CMD) = 16pi ·N · CMD
3 exp
(
9
2
(lnσg)2
)
(3)
(Echle et al., 1998; Lee et al., 1984). The total aerosol
mass concentration can then be calculated by multiplying the
aerosol volume density V with the density of the supercooled
H2SO4/H2O and HNO3/H2O droplets. To estimate the low-
temperature densities of aqueous H2SO4 and HNO3, we used
the extrapolation formula given by Carslaw et al. (1995), eq.
A10. Recent measurements of the low-temperature densities
of sulphuric acid solutions agree with the extrapolation re-
sults to within ±2% (Beyer et al., 1996; Myhre et al., 1998;
Myhre et al., 2003). Using the retrieved particle composi-
tion, the particle water content was subtracted from the total
particle mass concentration yielding finally the sulphate re-
spectively nitrate mass concentration which can be directly
compared to the values determined with the filter sampling
technique.
3 Results and discussion
3.1 Overview of results
The results of the retrieval procedure are presented in the
following order: Cases 1, 2, and 3 refer to the experiments
with supercooled H2SO4/H2O solution droplets, cases 4 and
5 to the HNO3/H2O system. The corresponding AIDA tem-
peratures and the aerosol composition and mass concentra-
tions based on filter analyses and measurements of total wa-
ter are listed in the upper panel of Table 1. The errors of the
tabulated aerosol compositions were determined by taking
into account the uncertainties of the measured aerosol mass
concentration (±10%), the AIDA gas temperature (±0.3 K),
and the total water measurements with the FISH instru-
ment (±6%) when applying the AIM model to calculate the
droplet composition. Figures 3 and 4 show FTIR extinc-
tion spectra of the aerosol particles measured in this work,
together with the best fit results from the Mie calculations
based on different data sets of optical constants. Note that
the Mie-fitted extinction spectra cover different wavelength
ranges, depending on the validity ranges of the published op-
tical constants. The temperature for which the optical con-
stants were extracted from the various interpolation schemes
are noted in the figure panels.
When discussing differences between experimental and
Mie-calculated infrared spectra it should be kept in mind that
in some cases either the complex refractive indices were only
measured at a single temperature or the tabulated values did
not extend to temperatures below 200 K. Hence there remain
occasionally differences between the actual AIDA tempera-
tures and the temperatures for which the adopted optical con-
stants were determined. Due to its limited aerosol composi-
tion range, the data set of Tisdale et al. (1998) could only be
adopted in cases 1 and 2 of the sulphuric acid system. For
the same reason, the FTIR extinction spectrum of the con-
centrated nitric acid droplets (case 5) could not be fitted with
the Biermann et al. (2000) data set. Furthermore, the aerosol
compositions in case 1 and case 3 are close to the high and
low concentration limits of the interpolation scheme pro-
vided by Myhre et al. (2003). The authors have pointed out
that there is significant disagreement (up to 10%) between
the experimentally obtained complex refractive indices and
those calculated by means of the interpolation scheme for
low temperatures and low concentrations. Therefore, in case
3 we used the original real and imaginary parts of the refrac-
tive index (the n and k data set) for 38 wt% H2SO4 (213 K)
to fit the measured FTIR spectrum instead of varying the in-
put data set in steps of 2 wt% sulphuric acid. Also, in case
1 the experimental spectrum was fitted with the original data
set for 81 wt% H2SO4 (267 K). The results of the retrieval
procedure, i.e. the aerosol composition and mass concentra-
tion derived from the analysis of the FTIR spectra, are pre-
sented in the lower panel of Table 1. The uncertainties of the
sulphate and nitrate mass concentrations reflect ±2 wt% un-
certainty in composition, which was the step size used in the
retrieval procedure.
3.2 The H2SO4/H2O system
Very good agreement between experimental FTIR and Mie-
fitted spectra is obtained when applying the Niedziela et
al. (1999) data set of optical constants to the H2SO4/H2O
system (Fig. 3). In all cases the recorded infrared spec-
tra are nicely reproduced by the Mie fit, except for a very
small spectral mismatch in the broad OH extinction feature
centred at around 3300 cm−1 in case 3 (38 wt% H2SO4).
This is most likely due to the difference between the ac-
tual AIDA temperature (195 K) and the lowest temperature
(210 K) for which the optical constants for aerosol of this
composition are available. Table 1 shows that the retrieved
aerosol compositions agree to within ±2 wt% with the mea-
sured ones and also the retrieved sulphate mass concentra-
tions agree within their error limits with the filter analytical
results. These results contrast with the quality of the Mie
fits based on the optical constants of Biermann et al. (2000)
which is much poorer. As shown in Fig. 3, large residuals
remain at wavenumbers below 2000 cm−1, especially in the
regime of the absorption bands associated with HSO−4 and
SO2−4 around 1100 cm−1, where the optical density is sig-
nificantly underestimated. Note that the poor quality of the
Biermann et al. (2000) data set in this frequency region does
not necessarily lead to large errors in the retrieved aerosol
composition and mass concentration: in cases 1 and 3 of this
study the retrieved aerosol parameters are as good as those
retrieved with the Niedziela et al. (1999) data set of optical
constants. In both cases, the overall good agreement between
measured and calculated spectra in the 5000 to 2000 cm−1
regime compensates for the spectral mismatch in the low
frequency region. Only in case 2 are the retrieved H2SO4
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concentration and sulphate mass concentration considerably
overestimated.
But it is important to note that, in cases 1 and 3, the
derived aerosol parameters are only in good agreement
with the measured ones when the whole wavenumber range
from 5000 to 800 cm−1 is included in the fit. In remote
sensing applications, however, large parts of this regime
are obscured by strong gas absorption features and thus
cannot be used to retrieve particle properties. Further-
more, the accessible wavenumber range for measurements
with infrared emission sounding instruments is limited due
to the strongly decreasing thermal emission of the atmo-
sphere at shorter wavelengths (e.g. wavenumber regime
2410–685 cm−1 with MIPAS-ENVISAT, http://envisat.esa.
int/instruments/mipas/descr/charact/). For example, Elder-
ing et al. (2001) in an analysis of ATMOS measurements,
used two wavenumber intervals from 820–990 cm−1 and
1070–1240 cm−1 to study sulphuric acid aerosols. As a
check, we have repeated the retrieval procedure for case 1,
now limiting the wavenumber regime of the Mie fit proce-
dure to these spectral intervals. This leads to a sulphate
mass concentration of about 910µg/m3 when using the Bier-
mann data set for 80 wt% H2SO4/H2O solutions, compared
to 710µg/m3 based on filter analyses. Similar overestima-
tions of the sulphate mass concentration are obtained in cases
2 and 3. This contrasts with fit results based on refractive in-
dices of Niedziela et al. (1999) which are nearly insensitive
to the wavenumber interval chosen.
With the Tisdale et al. (1998) data set the agreement
between the Mie fits and the measured extinction spectra
falls between the two former data sets. There is also a ten-
dency to underestimate the measured optical density in the
HSO−4 /SO
2−
4 extinction regime. However, as already noted
by Niedziela et al. (1999) when comparing their data sets of
optical constants with those of Tisdale et al. (1998), at least
part of the differences might be due to the fact that the Tis-
dale et al. (1998) data sets were determined at temperatures
around 215 K, thereby introducing an error as a result of the
temperature dependent ion equilibria in the H2SO4/H2O sys-
tem. Nonetheless, the retrieved aerosol parameters based on
the Tisdale et al. (1998) optical constants agree very well
with the measured ones when including the whole wavenum-
ber regime in the retrieval procedure.
Finally, we want to address the Myhre et al. (2003) data set
of optical constants. Unfortunately, as already mentioned in
Sect. 3.1, only in case 2 the optical constants could be inter-
polated to the actual AIDA temperature. The quality of this
fit result is impressive: the Mie calculation is in excellent
agreement with the FTIR spectrum measured in the AIDA
chamber, and so are the retrieved aerosol parameters. In case
3 the difference between the AIDA temperature and the tem-
perature for which the employed optical constants were de-
termined is 18 K, and in case 1 even 32 K (see Fig. 3), which
most likely explains the poorer quality of the Mie fits in these
cases.
Myhre et al. (2003) have pointed out that special care has
to be taken when performing the Kramers-Kronig transfor-
mation which is an essential step in deriving the real and
imaginary parts of the complex refractive index in all of the
studies mentioned in the introduction. In particular, they
found that the neglect of the far infrared spectral region in
the Kramers-Kronig integral might lead to large errors in the
absorption index of 5–75%. Therefore, the authors have ar-
gued that the observable discrepancies between their data set
of optical constants with the Niedziela et al. (1999) and
Biermann et al. (2000) sets are due to the fact, that (a)
Niedziela et al. (1999) only investigated the 4700–825 cm−1
region (but including the room-temperature optical constants
of Palmer and Williams (1975) in the 825–400 cm−1 re-
gion), and that (b) Biermann et al. (2000) have assumed a
monotonous decrease in the far infrared absorption in con-
trast with the measurements of Myhre et al. (2003) which
even showed an increase of reflectance in this spectral region.
Yet we believe that potential inaccuracies in the applica-
tion of the Kramers-Kronig transformation are only one cri-
terion to account for the apparent differences between the
various data sets of optical constants. Firstly we want to note
that the differences between the Niedziela et al. (1999) and
Myhre et al. (2003) data sets are much smaller compared
to the Biermann et al. (2000) optical constants. Myhre et
al. (2003) reported that in individual cases their absorption
spectrum k(ν˜) differs from the Niedziela et al. (1999) study
by as much as 10–20%. In other cases, however, the agree-
ment is excellent. An example is presented in the top part
of Fig. 5, which compares the Niedziela et al. (1999) and
Myhre et al. (2003) n and k data sets for 81 wt% H2SO4
at 267 K. Another example is presented in the lower part of
Fig. 5 for 58 wt% H2SO4 at 233 K. Interestingly, in the lat-
ter case the agreement between the data sets is fairly good
over the whole frequency regime, but the spectral shape of
the sulphate absorption band at about 1100 cm−1 is quite dif-
ferent. We believe that this might be explained by the iter-
ative approach employed by Niedziela et al. (1999) to ex-
tract the optical constants from their aerosol extinction spec-
tra, previously applied to a large variety of different aerosol
species like water ice, NAD and NAT (Clapp et al., 1995;
Niedziela et al., 1998; Richwine et al., 1995). They used
a “non-scattering” spectrum of very small aerosol particles
for an initial guess of k(ν˜), assuming that the optical density
was directly proportional to the imaginary index k. The cor-
responding real part of the refractive index is then obtained
from a subtractive Kramers-Kronig calculation. The imagi-
nary index scaling factor is afterwards determined by fitting a
large particle spectrum exhibiting a strong scattering compo-
nent. However, according to Rayleigh theory, the absorption
cross section Cabs for transmission measurements in air is
written as
Cabs = 8pi
2r3
λ
Im
{
(n− ik)2 − 1
(n− ik)2 + 2
}
, (4)
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Fig. 5. Comparison of the Niedziela et al. (1999) and Myhre et al. (2003) data sets of optical constants for H2SO4/H2O. Upper panels:
81 wt% H2SO4, 267 K; lower panels: 58 wt% H2SO4, 233 K.
where r denotes the particle radius, and (n, k) the optical con-
stants of the particle (Bohren and Huffman, 1983). So, the
optical density, even when recording a truly non-scattering
aerosol spectrum, is not directly proportional to k as in bulk
absorption spectra. Therefore, the authors had to adjust their
initial set of n and k data by an iterative procedure, noting
that a Mie calculation using the original n and k spectrum re-
sulted in differences between the experimental small-particle
spectrum and the result of the fit (Clapp et al., 1995).
We believe that a more straightforward and mathemati-
cally proven method to derive optical constants from small
particle transmission spectra was presented by Ossenkopf et
al. (1992). They have noted that the Kramers-Kronig rela-
tion also applies to the composite function f (λ) = {[n(λ)−
ik(λ)]2−1}/{[n(λ)− ik(λ)]2+2}. Its imaginary part can di-
rectly be obtained from the transmission spectra using Eq. (4)
with the assumption that the scattering is small and the mea-
sured extinction is the same as the absorption. After the
Kramers-Kronig integration the optical constants can be eas-
ily calculated from the real and imaginary parts of f (λ). By
using this method, the iterative adjustment of the original,
approximated n and k spectrum in the Niedziela et al. (1999)
approach could be avoided. The top part of Fig. 6 shows
a calculated small-particle extinction spectrum of 58 wt%
H2SO4 at 233 K, based on the optical constants of Myhre et
al. (2003). The lower panel presents the k spectrum obtained
by assuming that the optical density is directly proportional
to the imaginary index k. The comparison with the actual k
spectrum used to calculate the small-particle spectrum makes
clear that the error introduced in this initial guess k spectrum
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Fig. 6. Initialisation of the k spectrum using the Niedziela et al.
(1999) approach. Top panel: calculation of a small particle ex-
tinction and absorption spectrum (CMD=0.1 µm, σg = 1.4) using
the optical constants of Myhre et al. (2003) for 58 wt% H2SO4 at
233 K. Lower panel: retrieved k spectrum based on the assump-
tion that the extinction cross section is directly proportional to
k (Cext (v) ∼ k(v)∗v) in comparison with the actual k spectrum
for 58 wt% H2SO4 used to calculate the small particle spectrum.
is quite large in the sulphate absorption regime. After the
Kramers-Kronig transformation the quality of the initial n
spectrum will be equally poor in this spectral region. The
further empirical adjustment of the original n and k spectra
in the Niedziela et al. (1999) approach will certainly im-
prove the quality of the data set. As can be seen in the fit
results presented in Fig. 3, our measured FTIR spectra are
indeed excellently reproduced by Mie calculations based on
the Niedziela et al. (1999) data set of optical constants. Nev-
ertheless, we believe that the occasionally visible small dif-
ferences in the shapes of the n and k spectra between the
Myhre et al. (2003) and Niedziela et al. (1999) data sets
in the sulphate absorption regime (see Fig. 5) might be ex-
plained by the fact that the initial guess n and k spectra are
a poor choice for the actual data sets in the 1500–800 cm−1
spectral region and might lead to a wrong scaling of the n
and k values in the further iterative adjustment performed
by Niedziela et al. (1999). However, we have to state that
within the experimental uncertainty range of our measure-
ments these small spectral differences are not significant, as
clearly shown by the fit results in Table 1.
Concerning the Biermann et al. (2000) data set of opti-
cal constants, an incorrect application of the Kramers-Kronig
transformation would only influence their n(ν˜) spectra but
cannot explain the large discrepancies already existent in the
k(ν˜) spectra (see e.g. Fig. 1), which were directly obtained
from their measured thin film transmission spectra. In their
recent study dealing with the optical constants of supercooled
ternary H2SO4/H2O/HNO3 solution droplets, Norman et al.
(2002) found considerable differences between their mea-
sured optical constants and those extracted from the mix-
ing scheme proposed by Biermann et al. (2000), which they
traced back to possible problems with the Biermann et al.
(2000) binary optical constants. As in the present study, they
were unable to accurately fit an experimental FTIR spectrum
of 55 wt% H2SO4/H2O at 220 K (conditions similar to case
2 of this study) with the Biermann et al. (2000) data set
of optical constants, especially in the HSO−4 /SO
2−
4 extinc-
tion regime near 1100 cm−1. However, they could not give
a plausible explanation for the mismatch. Heathfield et al.
(1999) pointed out, that measurements on actual aerosol par-
ticles might provide data, which are more appropriate for
describing real atmospheric aerosol particles than data ex-
tracted from thin film measurements, avoiding for example
surface interactions between a thin film and its substrate.
However, when using a substrate material which is resis-
tant to H2SO4/H2O, there seems to be no ad-hoc reason not
to apply thin film optical constants in aerosol particle cal-
culations when the particle sizes are large enough to avoid
quantum size effects (Bohren and Huffman, 1983). Another
source of a systematic error in the Biermann et al. (2000)
data may be due to a simplifying assumption made in their
analysis of the thin film data. They determined their opti-
cal constants from transmission measurements through sul-
phuric acid films sandwiched between two AgBr windows.
Stating that “the refractive index of AgBr is low enough to
avoid strong interferences at the transitional layers between
the strongly parallel windows and the liquid film”, they anal-
ysed their transmission spectra by applying
I (ν˜) = I0(ν˜) exp
(
−4piν˜k(ν˜)
x
)
, (5)
where I (ν˜) denotes the light intensity attenuated by a sul-
phuric acid film of thickness x, and I0(ν˜) is the reference
spectrum of the empty cell. Thus, multiple reflections occur-
ring between phase boundaries were completely neglected in
their analysis, whereas Tisdale et al. (1998) explicitly con-
sidered these reflections in the analysis of their thin film spec-
tra. Recently, Rajaram et al. (2001) presented a re-analysis
of a transmission spectrum of a water ice sample sandwiched
between two glass windows, analysed previously without
taking into account multiple reflections within the windows
and the ice sample. They found that the k values retrieved
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Fig. 7. Light transmittance through a sulphuric acid film (80 wt% H2SO4, 240 K) sandwiched between two AgBr windows according to
the cell model described in Appendix A. Top: transmittance through films of varying thicknesses x. Bottom: k values derived from the cell
transmittance by using Eq. (5) in comparison with the Niedziela et al. (1999) k(ν˜) spectrum used to calculate the transmittance spectra and
the corresponding Biermann et al. (2000) data set for 80 wt% H2SO4, 240 K.
when applying the correct cell model for the light transmis-
sion deviate from the results using Eq. (5) by more than 20%
in some frequency regions.
In order to elucidate whether the simplified treatment of
light transmission by Eq. (5) explains some of the deviations
of the Biermann et al. (2000) data set of optical constants,
we performed some test calculations as follows. Based on
the matrix formalism described by Heavens (1991), we cal-
culated the exact light transmission through sulphuric acid
films sandwiched between two AgBr windows, considering
reflection losses at the air/AgBr and AgBr/H2SO4 interfaces.
The calculations were performed for various film thicknesses
between 1 and 2µm (i.e. the range covered in the work of
Biermann et al., 2000) using alternatively the H2SO4/H2O
optical constants of Niedziela et al. (1999) and Myhre et al.
(2003) as input values. These simulated transmission spectra
were then analysed in terms of Eq. (5) yielding the imaginary
index k as a result of the Biermann et al. (2000) data analysis
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procedure, which then can be compared to the k values of
Niedziela et al. (1999) or Myhre et al. (2003) originally used
to calculate the transmission spectra. The reader is referred to
Appendix A for a thorough description of the theoretical ba-
sis for the model calculations. Figure 7 shows an exemplary
result for sulphuric acid droplets of 80 wt% H2SO4 at 240 K.
The top section of the figure shows the calculated transmit-
tance for H2SO4/H2O films of different thicknesses (case 1:
x = 1.0µm, case 2: x = 2µm, case 3 and 4: x = 1.5µm).
Calculations 1–3 were performed by explicitly taking into
account phase and amplitude of the light in the thin films
resulting in an interference pattern most pronounced in the
spectral regions of negligible absorption, i.e. at wavenum-
bers >3600 cm−1. As a comparison, calculation 4 shows the
light transmission assuming an incoherent film. In all cases
it was assumed that coherence of the light is not maintained
as the light passes the AgBr cell windows. In the bottom sec-
tion of Fig. 7 are compared: (a) the imaginary index of the
Niedziela et al. (1999) data set used to calculate the transmis-
sion spectra in the top section, (b) the corresponding Bier-
mann et al. (2000) k data set for 80 wt% H2SO4 at 240 K,
and (c) the k values derived from the cell transmittance by
simply applying Eq. (5). For clarity, these plots are shown in
separate graph windows for each simulation.
Biermann et al. (2000) stated that some uncertainty of
their data is caused by their need to calibrate the film thick-
ness using tabulated optical constants of sulphuric acid at
room temperature published by Palmer and Williams (1975).
However, as also noted by the authors, in their approach a
calibration error in the film thickness would only lead to a
linear scaling error of their k(ν˜) spectrum. When compar-
ing the Biermann et al. (2000) and Niedziela et al. (1999)
k(ν˜) spectra for 80 wt% H2SO4 at 240 K, there are spec-
tral regions where the imaginary indices of Biermann et al.
(2000) are much higher than the corresponding values deter-
mined by Niedziela et al. (1999) (especially between 2200
and 1300 cm−1), whereas the opposite behaviour is evident
in the HSO−4 /SO
2−
4 extinction regime. So this inconsistency
cannot simply be accounted for by an incorrectly calibrated
film thickness. But it is interesting to note, that exactly these
spectral differences are the result of the simplified analysis
of the cell transmittance when using Eq. (5). Especially in
case 3 there is an excellent agreement between the original
Biermann et al. (2000) k(ν˜) spectrum and the k values which
are obtained when the Biermann et al. (2000) approach is
applied to the theoretical cell transmittance spectrum calcu-
lated with the optical constants of Niedziela et al. (1999),
including interference effects. Another example is presented
in Fig. 8, this time using the Myhre et al. (2003) n and
k data set for 58 wt% H2SO4 (233 K) to calculate the thin
film transmission spectra. Here the Biermann et al. (2000) k
data are closely matched by the retrieved k(ν˜) spectrum for
x = 1.2µm (case 2). Hence we strongly suggest that the de-
viations between the different data sets of optical constants
can be at least partly traced back to the simplified data anal-
ysis approach employed by Biermann et al. (2000) to extract
optical constants from their thin film measurements.
3.3 The HNO3/H2O system
When using the Norman et al. (1999) data set of optical
constants to fit the extinction spectra of supercooled nitric
acid droplets measured in the AIDA chamber (cases 4 and 5,
Fig. 4), the experimental spectra are for the most part nicely
reproduced by the Mie calculations. Table 1 shows that in
case 4, the retrieved aerosol parameters (composition and ni-
trate mass concentration) agree very well with the measured
ones, whereas in case 5 the nitrate mass concentration and
the HNO3 concentration seem to be overestimated. How-
ever, we cannot exclude that the filter technique underesti-
mates m(nitrate) due to sampling losses in the inlet tube. This
assumption is supported by the fact that when using the re-
trieved nitrate mass concentration of 480 µg/m3 as input for
the AIM model, an aerosol composition of 55 wt% HNO3 is
obtained which closely fits the value retrieved from the anal-
ysis of the FTIR extinction spectrum. In spite of the good
agreement between measured and retrieved aerosol parame-
ters, it has to be stated that the overall accuracy of the Mie
fits is not as satisfactory as for the sulphuric acid spectra fit-
ted with the Niedziela et al. (1999) data set of optical con-
stants. Pronounced deviations occur in the 1700 cm−1 fre-
quency region, covering the features from the v2 mode of
H2O at 1640 cm−1, the v2 mode of HNO3 at 1672 cm−1,
and the v4 mode of H3O+ at 1742 cm−1 (Querry and Tyler,
1980). In both cases, the spectra calculated with the Norman
et al. (1999) data set significantly overestimate the extinction
at 1672 cm−1. An explanation for this discrepancy might be
that cooling from 220 K (the temperature where the optical
constants were determined) down to 195 K (the actual AIDA
temperature) further promotes the conversion of HNO3 into
nitrate and hydronium ions. On the other hand, the authors
have stated in their recent paper that the temperature depen-
dence of the optical constants should be unimportant over the
range 190–220 K at these acid concentrations (Norman et al.,
2002). Furthermore, Koehler et al. (1992) recorded a FTIR
spectrum of a liquid 53 wt% nitric acid solution at around
223 K (see spectrum d in Fig. 3 of their publication, compo-
sition similar to case 5 of this study), showing a band shape in
the 1700 cm−1 frequency regime similar to our aerosol spec-
trum measured at 195 K.
In addition to the spectral differences in the 1700 cm−1
frequency region, for which no reasonable explanation can be
given at this place, there is also a slight spectral mismatch in
the range from 2500 to 3600 cm−1, where extinction features
from H2O and H3O+ dominate (Querry and Tyler, 1980).
Clearly, the overall results of the retrieval algorithms are
not affected by these small spectral differences. Nonethe-
less, we believe that the slightly poorer performance of the
HNO3/H2O optical constants is at least partly a consequence
of the modified approach employed by Norman et al. (1999)
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Fig. 8. Light transmittance through a sulphuric acid film (58 wt% H2SO4, 233 K) sandwiched between two AgBr windows according to the
cell model described in Appendix A. Top: Transmittance through films of varying thicknesses x. Bottom: k values derived from the cell
transmittance by using Eq. (5) in comparison with the Myhre et al. (2003) k(ν˜) spectrum used to calculate the transmittance spectra and the
corresponding Biermann et al. (2000) data set for 58 wt% H2SO4, 233 K.
to analyse their aerosol extinction spectra in comparison with
the Niedziela et al. (1999) study. Before addressing this as-
pect, we want to state that a much poorer agreement between
experimental and Mie calculated spectra (case 4) is obtained
when using the Biermann et al. (2000) data set of optical con-
stants for HNO3/H2O, except from the 1700 cm−1 extinction
feature which is better reproduced than by the Norman data.
As in the case of the H2SO4/H2O system, some of the dis-
crepancies between the two data sets of HNO3/H2O optical
constants may be traced back to the simplified Biermann et
al. (2000) data analysis. Figure 9 (top) compares the Bier-
mann et al. (2000) and Norman et al. (1999) k(ν˜) spectra
for 35 wt% HNO3 at 220 K. Once again, characteristic de-
viations of the Biermann et al. (2000) data from those of
Norman et al. (1999) are evident, e.g. higher k values in
the 2000–1500 cm−1 range as well as lower k values in the
nitrate extinction regime at around 1300 cm−1. But in ad-
dition, there is a substantial disagreement between the k(ν˜)
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Fig. 9. Analysis of HNO3/H2O extinction spectra employing the
Norman et al. (1999) approach. Top: comparison of the k(ν˜)
spectra from Norman et al. (1999) and Biermann et al. (2000)
for 35 wt% HNO3 at 220 K. Middle: comparison of the absorp-
tion spectrum retrieved by subtracting an estimated scattering con-
tribution from the Mie extinction spectrum with the best fit result
using the Rayleigh absorption formula, Eq. (4). The calculations
were performed for 35 wt% HNO3 at 220 K using the Biermann et
al. (2000) data set of optical constants (CMD=0.6µm, σg = 1.4).
Bottom: comparison of Mie extinction and Rayleigh absorption for
small size nitric acid droplets (CMD=0.1µm, σg = 1.4).
spectra in the wavenumber range from 2500 to 3600 cm−1,
which cannot be attributed to the simplified analysis of the
thin film spectra of Biermann et al. (2000).
To account for these differences, we want to briefly con-
sider the Norman et al. (1999) method to derive optical con-
stants from their aerosol extinction spectra. In their study
dealing with the optical constants of the H2SO4/H2O sys-
tem, Niedziela et al. (1999) had been able to record truly
non-scattering aerosol spectra. However, the initial spectra
of the smallest nitric acid droplets that Norman et al. (1999)
were able to generate, still contained a significant scattering
contribution at higher wavenumbers. Therefore, the authors
subtracted this scattering contribution I (ν) from their extinc-
tion spectra assuming frequency-independent polarisability
I (ν) = αν4, (6)
where α is a scaling factor chosen to fit the experimental
spectrum at high frequencies. The remaining absorption
spectrum was then analysed in the same manner as in the
Niedziela et al. (1999) approach. The authors claimed that
the accuracy of the refractive indices for nitric acid droplets
is ±3%, i.e. the same as in their previous H2SO4/H2O study.
Now let us suppose that we would analyse the remaining
absorption spectrum (after the subtraction of the scattering
contribution) by means of the Ossenkopf et al. (1992) ap-
proach. This will only lead to an accurate n and k data set
provided that the approximated absorption spectrum can still
be accurately described by Rayleigh theory (i.e. by Eq. 4).
Figure 9 (middle) shows a Mie calculation for “small” nitric
acid droplets (35 wt% HNO3, this time using the Biermann
et al. (2000) data set of optical constants as input) with a
count median diameter of 0.6 µm and σg = 1.4. Norman et
al. (1999) reported that they generated “small” aerosol parti-
cles in the diameter range of 0.4–1 µm whose FTIR spectra
were then analysed as described above. Also shown in this
plot is the absorption spectrum obtained by subtracting the
scattering component I (ν) from the extinction spectrum as-
suming Eq. (6) to be valid. This spectrum is then fitted with
an absorption spectrum calculated from Rayleigh theory us-
ing Eq. (4). Obviously, the retrieved absorption spectrum
is not well reproduced by the Rayleigh fit. Especially the
shape of the broad OH absorption feature centred at around
3300 cm−1 is not matched. For comparison, on the bottom of
Fig. 9 Rayleigh and Mie calculations are shown for nitric acid
droplets with a count median diameter of 0.1 µm. The close
correspondence between the two spectra clearly validates the
use of Eq. (4) to analyse truly non-scattering aerosol extinc-
tion spectra as in the H2SO4/H2O study by Niedziela et al.
(1999). Although it is difficult to quantitatively assess the
inaccuracy of the retrieved HNO3/H2O optical constants, we
believe that the simplified subtraction of the scattering con-
tribution by using Eq. (6) might explain the small spectral
mismatch between our experimental FTIR spectra of nitric
acid droplets and those calculated with the data set of optical
constants by Norman et al. (1999) in the wavenumber range
from 2500 to 3600 cm−1 as well as the differences between
the Norman et al. (1999) and Biermann et al. (2000) k(ν˜)
spectra in this wavenumber regime.
4 Conclusions and outlook
FTIR extinction spectra of supercooled binary H2SO4/H2O
and HNO3/H2O aerosols were quantitatively analysed in
terms of aerosol composition and mass concentration us-
ing Mie theory with different laboratory data sets of optical
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constants as input values. Close agreement between retrieved
and independently measured aerosol parameters was found
when using the Niedziela et al. (1999) data set for the
H2SO4/H2O system and the Norman et al. (1999) data set for
HNO3/H2O aerosols. In the sulphuric acid system, the ex-
perimental FTIR spectra were excellently reproduced by the
Mie calculations. Minor spectral differences occurred in the
nitric acid system presumably due to the fact that the small-
particle spectra initially used by Norman et al. (1999) to ex-
tract the optical constants still contained a significant scat-
tering contribution. When using the Biermann et al. (2000)
data base of optical constants, the measured infrared spectra
were only poorly reproduced by the Mie fits, especially in the
wavenumber regime 1500–1000 cm−1. It was shown that the
simplified analysis of their thin film spectra, i.e. neglecting
multiple reflections at the air/window and window/thin film
boundaries, might explain some of the differences between
their data sets and those measured by Niedziela et al. (1999)
and Norman et al. (1999). The quality of the Tisdale et al.
(1998) and Myhre et al. (2003) data could not be ultimately
assessed, as some of the deviations between measured and
calculated extinction spectra might be explained by the fact
that the actual AIDA temperature differed significantly from
the temperature for which the adopted optical constants had
been determined.
Clearly, the present results point the way to future studies
dealing with supercooled ternary H2SO4/H2O/HNO3 solu-
tion (STS) droplets, representing type Ib PSC particles. So
far, only the mixing scheme developed by Biermann et al.
(2000) permits the calculation of optical constants in the STS
system which cover a broad range of compositions and tem-
peratures. However, as recently shown by McPheat et al.
(2002) on the basis of a measured extinction spectrum of STS
aerosols of approximately 21 wt% H2SO4 and 12 wt% HNO3
at around 182 K, the Mie calculation using the Biermann et
al. (2000) optical constants differed significantly from the
experimental spectrum in the important 750–1300 cm−1 re-
gion. They proposed that the temperature dependence of the
sulphate feature in this regime might explain the poor Mie
fit, since the H2SO4/H2O binary optical constants needed
in the mixing scheme to calculate the ternary refractive in-
dices were only measured down to 253 K. But note that the
calculation of the ternary refractive indices of STS particles
with 21 wt% H2SO4 and 12 wt% HNO3 using the Biermann
et al. (2000) mixing rule does not require optical constants
for a binary solution containing 21 wt% H2SO4 (which were
in fact only measured down to 253 K), but for a binary so-
lution containing 33 wt% H2SO4 (corresponding to 21 wt%
H2SO4+12 wt% HNO3 in the ternary STS particles) which
is accessible down to 193 K in the data base of Biermann et
al. (2000). Rather we suggest that the generally poor quality
of the data sets for binary solutions in this frequency region
could be responsible for the observed spectral mismatch.
In view of the problems with the Biermann et al. (2000)
data sets, Norman et al. (2002) used the mixing rule of Bier-
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Fig. 10. Schematic of the absorption cell used in the Biermann et
al. (2000) study, adopted from Rajaram et al. (2001).
mann et al. (2000) with the binary data sets of Niedziela et al.
(1999) and Norman et al. (1999) to calculate the refractive
indices of STS particles. They observed a better agreement
with their measured optical constants compared to the values
obtained when using the Biermann et al. (2000) binary data
sets in the ternary calculations. Nevertheless, differences still
remained which the authors traced back to deficiencies of
the simple mixing model. As a result, they announced the
publication of a modified model which should lead to quan-
titative agreement with their measured ternary refractive in-
dices. Clearly, a quantitative test of these new optical con-
stants by comparing retrieved STS aerosol compositions and
mass concentrations with independent measurements – ex-
periments for which the instrumentation of the AIDA aerosol
chamber is ideally suited – is highly warranted.
Appendix A
Figure 10 shows a schematic of the absorption cell used in
the thin film study of Biermann et al. (2000). According to
the notation given by Heavens (1991), the cell transmittance
T through this four-layer system for the case of normal inci-
dence is written as
T = (t1t2t3t4)(t
∗
1 t
∗
2 t
∗
3 t
∗
4 )
aa∗
, (7)
where tm is the Fresnel transmission coefficient for light
crossing the (m−1)|m interface and t∗m is its complex conju-
gate. Defining Nm−1 = nm−1 − ikm−1 and Nm = nm − ikm
as the complex refractive indices of the (m − 1)th and mth
layer, the Fresnel coefficients for transmission (tm) and re-
flection (rm) can be calculated using
rm = gm + ihm and tm = 1 + gm + ihm,with
gm =
n2m−1 + k2m−1 − n2m − k2m
(nm−1 + nm)2 + (km−1 + km)2
(8)
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hm = 2 (nm−1km − nmkm−1)
(nm−1 + nm)2 + (km−1 + km)2
. (9)
The coefficient a and its complex conjugate a∗ are obtained
from the matrix product
(C1)(C2)(C3)(C4) =
(
a
c
b
d
)
, (10)
where each individual matrix is defined as
(Cm) =
(
eiδm−1
rme−iδm−1
rme
iδm−1
e−iδm−1
)
. (11)
With dm−1 denoting the thickness of the (m − 1)th layer,
the phase term exp(iδm−1) in the mth matrix is given by
exp iδm−1 = exp 2pii
λ
(nm−1 − ikm−1) dm−1
= expαm−1 exp iγm−1, (12)
with αm−1 = 2pi
λ
km−1dm−1 and γm−1 = 2pi
λ
nm−1dm−1. (13)
The refractive index of AgBr was taken from a handbook
of optical constants (Palik, 1998). As there seems to be only
a small variation of n1(AgBr) over the wavelength range of
interest, a constant value of n1 = 2.17 was employed in the
calculations. The optical constants for the thin H2SO4/H2O
films (n2, k2) were extracted from the data base of Niedziela
et al. (1999) and Myhre et al. (2003). As already men-
tioned in the main section, we assumed that the thickness-
to-wavelength ratio is so large that phase coherence of the
light beam is not maintained when crossing the AgBr win-
dows. Therefore, it was necessary to average the phase term
exp iδm−1 (equal to exp iγm−1 as km−1 = 0) in the matrices
(C2) and (C4) over a range of thicknesses dm−1 to eliminate
the interference pattern due to multiple reflections within the
AgBr windows. Biermann et al. (2000) stated that the AgBr
windows of their absorption cell were arranged in a highly
parallel manner which should result in oscillations in their
spectra owing to coherent interference as a result of multi-
ple reflections within the sulphuric acid films. In some cases,
these oscillations are clearly visible in their measured spectra
at wavenumbers >3600 cm−1 (see e.g. the absorption spec-
tra of 30 and 65 wt% HNO3/H2O solutions in Fig. 5 of their
publication). As a comparison, we performed our calcula-
tions assuming coherent as well as incoherent thin films. In
the latter case, an additional averaging process has to be in-
troduced in the phase term of matrix (C3). For a given layer
thickness d2, the averaged transmittance was calculated an-
alytically by averaging the imaginary part of the phase term
exp iδ2, that is exp iγ2, over a range of thicknesses d2. To
extract the k(ν˜) spectrum from their transmission spectra by
applying Eq. (5), Biermann et al. (2000) divided their cell
transmittance spectrum through a reference spectrum of the
empty cell. Obviously, reflection losses at the various inter-
faces of the absorption cell cannot be accounted for properly
by this method because of the different refractive indices of
the H2SO4/H2O films and air. Furthermore, in the wavenum-
ber regions of negligible absorption (>3600 cm−1), the cell
transmittance through sulphuric acid films is higher than the
transmittance of the empty cell, so that by rigorously apply-
ing the Biermann et al. (2000) data analysis procedure, one
would get negative k values in this wavenumber regime. For
example, the cell transmittance for 80 wt% H2SO4 (240 K)
at 4500 cm−1 (where n=1.385 and k=0.00348) amounts to
T =0.695, whereas the transmittance of the empty cell (n=1
and k=0) is T =0.637. Hence we believe that the authors must
have scaled their empty cell transmittance spectrum to match
the transmittance of the sulphuric acid films in the high fre-
quency region. Thus, in our model calculations we divided
the cell transmittance spectrum of the sulphuric acid films
through a frequency-independent I0(ν˜) equal to the maxi-
mum transmittance in the sample spectrum. The resulting
absorbance spectrum was then analysed by applying Eq. (5)
yielding the k(ν˜) spectrum as a result of the Biermann et al.
(2000) data analysis procedure. Two examples of these cal-
culations were presented in the main text (Figs. 7 and 8).
Both calculations clearly point out the differences between
the k values originally used as input for the calculation of the
cell transmittance and those obtained from the Biermann et
al. (2000) approach.
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